Abstract. This study analyzes the moment of human main joints (knee and hip) for developing a wearable walking assistant robot. Experiments were performed on two steps to analyze motions. Three healthy males with no neural and musculoskeletal disorders volunteered to participate in this study. In the step up test, the maximum moment was 0.98±0.05 Nm/kg for the knee and 0.52±0.04 Nm/kg for the hip. In the sit-to-stand test, the maximum moment was 0.88±0.06 Nm/kg for the knee and 0.44±0.04 Nm/kg for the hip. The moment of the hip was significantly higher than the knee. In addition, the motion analysis results were compared with proven validity and inverse dynamics analysis results. Experimental results showed that there was no significant difference in the absolute value or pattern. For the step up motion, after wearing Powered Gait Orthosis (PGO), the hip joint torque value (1.22 Nm/kg) was about 1.3 times greater than the knee joint torque value (0.96 Nm/kg). It indicates that the step up motion requires more power from the hip joint than the knee joint. Moreover, there was a significant torque value difference for before and after wearing the device.
Introduction
There are increasing numbers of patients who cannot perform independent walking because of increasing paraplegia from car and industrial accidents and disease. A number of studies for developing a walk assistance robot have been performed to solve these problems. However, the mechanical problem is that the knee joint is locked in a completely opened status for the stance and swing phases; in addition, there is increasing energy consumption and stress, so the user easily gets tired [1] . Walking speed becomes too slow [2] , so it has a weakness of being less practical [1, 2] .
According to the findings of researchers, the frequency of using a walk assistance robot is around 25~40% in home, work and other general life situations, up until 4~5 years after the walking training of paraplegia patients. It indicates that the results are quite lower than expectation. Therefore, it is cru-cial to design a natural walk via bio-mechanical studies about various situational motions to develop a more practical walk assistance robot [3, 4] .
Recently, as a finite element method, medical video-based body modeling technologies have been improved, so that the inverse dynamics analysis technology that predicts joint moment and muscle strength from the motion analysis information of the body musculoskeletal model has been also developed. It led biomechanical studies about the lower body that generates walking and step up motions [5] . By using inverse dynamics analysis technology, it is possible to predict the body joint moment that is generated in normal motions that cannot be measured from the experimental method via simulation. However, when measurement is performed for an actual person, it is difficult to perform a repetitive experiment since each person has a various walking style. In addition, the human body is very sensitive to external effects [6] , so there is a great concern about consistency and trustworthiness. Furthermore, it is also difficult to perform exact performance measurement, because humans perform selfrewarding reactions to remove damage from the external load to a musculoskeletal system. Therefore, a simulation model development that can reduce the actual patient experimental process is a requirement.
In this study, the musculoskeletal simulation models for the sit-to-stand as well as step up motions were developed to design a practical walk assistance robot, and the inverse dynamics analysis and the motion analysis experiment were carried out. Then it is used to predict joint movements, and the moment at the pelvic limb joints for the sit-to-stand as well as the step up motions. Then it tried to study the joint load character applied to the joint area after wearing the strategic model of the wearable walk assistance robot powered gait orthosis (PGO) [7] .
Materials and methods

Motion capture
Three examinees were selected in 20s in considerations of body mass index (BMI) to record the upper and lower body exercise (Table 1) . Sit-to-stand as well as step up motions were recorded without using arms. The purpose, cautions, and experimental methods were well explained to the examinees. The balanced load is given to the left and right pelvic limbs, and they were directed to minimize upper body movements. Simple relaxing gymnastics were then performed, and reflection markers were attached to get necessary data for motion analysis.
The employed test setup for 3D motion analysis is described in Table 2 . For the motion capture test, 3D motion analysis was employed and a plug-in-marker set was located for motion capture [8] . A total of 31 markers were attached on anatomical positions to record upper and lower body exercise. They also performed static pose simulation on the force plate to observe the correct positions of each joint from the display panel, as shown in Figure 1 . Eight markers that caused data distortion were removed from the medial condyle during the dynamic pose. Two or three instances of practice were performed before starting the actual experiment. The examinee, according to the researcher's direction, was engaged in the experiment with comfortable speed, as usual. The two arms were stuck to both sides to minimize the difference between examinees due to upper body movement. The motion is then started with the researcher's sign. The space movement of 
Musculoskeletal models for upper and pelvic limbs
This study developed a musculoskeletal model for the upper and pelvic limbs based on BRG.LifeMOD 2005.5.0 (Biomechanics Research Group, Inc., USA) to perform the inverse dynamic analysis to predict pelvic joint moment. The models were identically set as the information of the test group, and it was composed of 19 segments and 18 joints, as shown in Figure 4 [9].
Stairs and chair modeling
ADAMS (MSC Software corp., USA) was used to measure the parameters of the experimental chair without any arm rest and perform 3D modeling (Table 3) .
Boundary condition
The examinees adjust many joints to make more a natural pose, but the virtual model has fewer joints to control, so mostly it provides unnatural poses, but the basic structure position or angle is almost identical to the actual examinee, as shown in Figure 5 . Figure 6 presents the integration of the reflection markers shown in Figure 1 and the motion agents. The constraint between the body model and ground is set to enable walking on the surface with contact of the sole and stair, as shown in Figure 7 . The constraint between the body model and the stair is set so that the body model's sole contacts the surface of the stair, and the body model does not fall down the stairs when gravity is given, as shown in Figure 8 . The constraint of the body model and the chair is set to contact the chair, so that the body model would not fall when the gravity is given ( Figure  9 ). The PGO model developed by each situational body model and rehabilitation engineering research lab was brought for each part and constrained via bushing (the connection factor with 12 characters). The property for each part was applied by aluminum, and a motor with a predicted weight of 1kg each was installed on the pelvic limbs. The predicted weight of the back pack was 5 kg. Then, the link system was released to allow free movement of the joint part during the simulation, as shown in Figure 10 .
Results
The joint motion information and joint moment results in the motion of step up and sit-to-stand were compared to the experimental results to prove the suitability of joint motion information measured from the simulation experiment of the research. The joint moment was divided by body weight to offset the effect of the examinee's body weight on joint moment. The joint moment predicted from inverse dynamics analysis was compared with the motion analysis result and proved the validity of the developed body model program. 
Human model parameter acquisition and verification
The normalized joint moment result of the step up and sit-to-stand motions with the body weight of the three examinees calculated from motion analysis is shown in Table 4 . The joint moment of the hip and knee all showed a small value at the start and both continuously increased the joint moment for the forward speeding step. Its maximum was 0.98 Nm/kg, 0.88 Nm/kg and 0.52 Nm/kg, 0.44 Nm/kg for the knee joint in the step up and standing up motion. 
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The normalized hip and knee joint moment showed a similar absolute value or pattern other than the different maximum value generation time in comparison with the previous result [10] [11] [12] . The difference of generation time of the maximum joint moment occurs mainly due to different patterns of ankle joint for each examine, which delays the generation of the hip and knee joint moments.
The motion analysis results were compared and analyzed with proven validity and inverse dynamics analysis results. Comparison and analysis for the three examinees in each test group showed that there was no significant difference in the absolute value or pattern (Table 4 , Figures 11 and 12) . Moreover, the upper and lower limb models were developed by comparing the joint motion information predicted from inverse dynamics analysis and the motion experiment.
Wearable PGO step up
The changed hip and knee joint moment values were derived after wearing PGO via computed virtual analysis by ADAMS (MSC Software corp., USA) while climbing stairs with the developed upper and pelvic limb modeling and the stair model. While going up the stairs, the maximum torque value at the mid-sagittal plane of the knee joint was larger than that of the hip joint. In addition, the walking speed was reduced than regular walking when wearing PGO, while the maximum torque vale increased for both, as shown in Figure 13 .
Conclusions
This study derived design variables for the purpose of optimum design for wearable walk assistance robots. Regular walk of 20s adult, step up motions, and sit-to-stand motions were used to develop the body model. The developed model can predict the major pelvic moment that is generated from the step up motion after wearing PGO in the appropriate range, which was not measured in previous experimental methods. The following conclusions were derived from the experimental results according to the step up motion after wearing PGO.
For the step up motion after wearing PGO, the hip joint torque value (1.22 Nm/kg) was about 1.3 times greater than the knee joint torque value (0.96 Nm/kg), which means that the step up motion requires more power from the hip joint than the knee joint. Also, there was a significant torque value difference for before and after wearing the device. Standardized chair and stair models that can describe more complex motion of the joint and measure of more accurate movements of each pelvic joint are required. The wearable walk assistance robot receives different power for each user. Therefore, additional study about pelvic joints according to body motion change in various situations is needed to develop more a practical walk assistance robot. Also, there must be studies with a greater number of examinees along with consistent study of normal adults prior to application to disabled people, since it is only the early stage of development. In addition, the result analysis process only referred to the biodynamic properties of pelvic joints, since the study only used stairs without a handrail and a chair; reference data of motion using handrails must be included for comparison and analysis. In conclusion, for the stair walk using the walk assistance robot, consideration must be given to each joint part to decide the specifications of the joint motor of the wearable walk assistance robot. 
